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a b s t r a c t
Background: Polymer gel dosimetry has been used extensively in radiation therapy for its
capability in depicting a three dimensional view of absorbed dose distribution. However,
more studies are required to ﬁnd less toxic and more efﬁcient polymers for application in
radiotherapy dosimetry.
Aim: The purpose of this work was to evaluate the N-isopropyl acrylamide (NIPAM) gel
dosimetric characteristics and optimize the protocol for X-ray computed tomography (CT)
imaging of gel dosimeters for radiation therapy application.
Material and methods: A polymer gel dosimeter based on NIPAM monomer was prepared and
irradiated with 60Co photons. The CT number changes following irradiation were extracted
from CT images obtained with different sets of imaging parameters.
Results:The results showed the dose sensitivity ofNCT (H) = 0.282±0.018 (HGy−1) for NIPAM
gel dosimeter. The optimized set of imaging exposure parameters was 120kVp and 200mA
with the 10mm slice thickness. Results of the depth dose measurement with gel dosimetershowed a great discrepancy with the actual depth dose data.
Conclusion:According to the current study,NIPAM-basedgel dosimetrywithX-rayCT imaging
needs more technical development and formulation reﬁnement to be used for radiation
therapy application.
© 2010 Greater Poland Cancer Centre, Poland. Published by Elsevier Urban & Partner Sp.Aim
The main objective of the current study was to apply a less
toxic polymer gel named as NIPAM for radiation dosimetry
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using x-ray computed tomography for data extraction from
irradiated gels. Also, the effect of imaging techniques on
dosimetry results including the kVp, mA and slice thickness
























































For percent depth dose (PDD) measurement using the
gel dosimetry, a glass container with the dimension of
3×6×20 cm3 was ﬁlled with NIPAM/bis gel and then ﬁxed in a
small water phantom with the dimension of 20×20×20 cm3.reports of practical oncology and
. Introduction
pplication of X-ray computed tomography (CT) for the imag-
ng of irradiated polymer gel was reported by Hilts et al.
n 2000.1 Several studies have been performed to reveal
he potentials and advantages of the X-ray CT polymer gel
osimetry technique.1–9 In recent years, application of differ-
nt polymer gels to depict the dose distribution of radiation
herapy beams has been a considerable area of research in
adiation therapy dosimetry. However, the main aim of most
tudies has been focused on ﬁnding new monomers with
esser toxicity and higher sensitivity. Furthermore, different
ata acquisition methods such as X-ray computed tomogra-
hy and ultrasound has been exploited by several research
eams.10,11 Application of a new polymer gel with lower toxic-
ty named N-isopropyl acrylamide (NIPAM) has been reported
y Senden et al.12 They showed that the newpolymerwith less
oxicity has good NMR and optical properties for polymer gel
osimetry application. The NMR response (R2) of the dosime-
ers was analyzed for conditions of varying dose, dose rate,
ime post-irradiation, and temperature during irradiation and
canning. It was shown that the dose-response behavior of the
IPAM/bis gel dosimeter is comparable to that of normoxic
olyacrylamide gel (PAGAT) in terms of high dose-sensitivity
nd low dependence on dose rate and irradiation tempera-
ure, within the ranges considered.12 Apart from some recent
tudies performed using NIPAM gels searching the magnetic
esonance and optical properties of the gel, there are a few
tudies on X-ray CT imaging of the new polymer following
rradiation.10,12,13 In the current study, the properties of the
IPAM-based gel dosimeter were evaluated using X-ray CT
maging. The purpose of this work was to evaluate the NIPAM
ased gel dosimetric characteristics and optimize the protocol
or X-ray CT imaging of gel dosimeters for radiation therapy
pplication.
. Materials and methods
.1. Gel preparation
he polymer gel dosimeters weremanufactured inside a fume
ood and under normal atmospheric conditions. The gels
onsisting of NIPAM (Aldrich, 97%) and bis acrylamide and
etrakis hydroxymethyl phosphonium chloride (THPC) antiox-
dant were made using standardized procedures to maximize
he reproducibility. The gel density was comparable to water
nd could be used for radiation dosimetry without any dosi-
etric correction factor and also the experimental procedures
ere based on the previous publications for normoxic polymer
el dosimeters.12–14 for gel preparation, Gelatin (300 Bloom
ype A) was allowed to swell in 80% of de-ionized water for
0min at room temperature, then the solution was heated up
o 50 ◦C. While stirring continuously, 3wt% bis was gradually
dded to the solution at 50 ◦C, which took about 15min, fol-
owed by the same amount of NIPAM monomer and then, by
gelatin–crosslinker mixture cooled to approximately 37 ◦C.
inally, a solution of the antioxidant THPC was prepared with
he remaining 20%ofwater and added to the solution. The gelstherapy 1 5 ( 2 0 1 0 ) 172–175 173
presented themselves as clear, transparent and slightly yellow
liquid. The gel solutions were transferred into glass vials with
of 20mm3 and then closed with rubber septa. The tubes were
ﬁlled completely with gels and so the air inside the test tubes
(above the gel) was completely evacuated to prevent excessive
oxygen diffusion into the gel. The initial studies showed that
with the air not removed fromthe test tube, the surface layer of
the gel would not always polymerize upon irradiation, despite
the presence of the antioxidant.12 A similar observation was
also made in the current study.
2.2. Irradiation
Irradiations were done approximately 3h. post-manufacture
using a Theratron-1000 60Co teletherapy unit (MDS Nordion,
Canada). A phantom with the thickness of 10 cm and diam-
eter of 20 cm was designed and machined to locate the gel
vials (Fig. 1). The phantom was built from polyethylene with
the density of 0.94 g cm−3. The phantom was planned by a
two-dimensional treatment planning system. The irradiation
was performed using two parallel-opposed 60Co beams with
30×30 cm2 ﬁeld size, delivering a uniform dose distribution to
the depth of 1–2.5 cm. The inhomogeneity of dose distribution
in target area, the location of gel container, was less than 1%
overall. The dose rate was about 160 cGy/min at dmax with the
source to surface distance of 100 cm.
To have different dose for each vial, the irradiation was
interrupted each 0.8min and vials were removed from phan-
tom consecutively and replaced by a container ﬁlled with
water. The irradiation was performed 2h after gel forma-
tion. The doses of 4.5, 7.5, 10.5, 13.5Gy were delivered to the
four vials and one vial was left un-irradiated for background
subtraction. The whole set of measurements was repeated
three times for both calibration and other measurements.
A computed tomography scan unit, Hi-speed Fxi (Siemens,
Germany), was used for imaging of gel dosimeters as can be
seen in Fig. 2.Fig. 1 – The phantom designed for irradiation and X-ray CT
imaging of gel ﬁlled vials.
174 reports of practical oncology and radiotherapy 1 5 ( 2 0 1 0 ) 172–175
dose (Gy). The standard error indicates the uncertainty of the
estimated slope in our study. The resulting dose sensitivity
is in close agreement of recent study of Koeva et al.10 They















200 mAFig. 2 – The imaging setup for X-ray CT imaging of vials
exposed to different doses.
The gel was irradiated by 10 cm×10 cm ﬁeld size at the SSD of
100 cm to deliver the dose of 10Gy to the depth of 5mm.
2.3. CT imaging technique
After gel irradiation with the time interval of 8–12h, the gel
was imaged by the X-ray CT scanner. Different exposure tech-
niques were applied for gel imaging. The effect of kVp, mA
and slice thickness on the noise of gel images were evaluated.
Scan parameters were varied from set of parameters to access
dependence of noise on each parameter. The slice thickness
of 5mm and 10mm, 80, 120, 140kVp and 100, 150, 200mA
were used for imaging. From each set of scan parameters, two
images were taken to remove artifacts by background subtrac-
tion for noise study. Standard deviation in CT number (NCT)
was measured from pixel region at the centre of ﬁnal images.
MatLab (The MathWorks Inc., USA) was used for all image
processing and analysis. In both cases, including PDD mea-
surement and studying the CT number variation with scan
parameters, in order to reduce the noise, the irradiated gel
was imaged 12 times and all imageswere averaged usingMAT-
LAB 10 software to produce ﬁnal image for percent depth dose
measurement.
The smallest available ﬁeld of view (25 cm×25 cm) was
used for imaging and given the 512×512 matrix size in CT
images; the scanned pixel dimension was 0.5mm.
3. Results and discussion
The variation of CT number with dose is shown in Fig. 3 for
two slice thicknesses and different kVp and mA. These data
were extracted from the image resulting from the averaging
of 12 images. To quantify the noise content of original images
(without averaging) we have calculated the image noise for all
gel vials and the average noise was written against the kVp
and mA in Fig. 4. For 10mm slice thickness, it can be seen
that with increasing both exposure factors the image noise
decreased and reached the level of about 6. The lowest noise
is seen for 200mA and 140kVp. But we should consider that
the noise is not changed very signiﬁcantly from 120 to 140kVp.
We selected the 120kVp and 200mA for gel tubes X-ray CTFig. 3 – CT number variation with kVp and mA for two slice
thickness: (A) 5mm, (B) 10mm.
scanning in our experiment. Our results showed that using the
10 cm slice thickness make the images to show less noise in
comparison to slice thickness of 5mm.Aslice thicknesshigher
than 5mmwas not selected and studied due to signiﬁcant loss
of dose resolution of gel images.
The average NCT-dose response or dose sensitivity for
NIPAM based gels in our study was NCT (H) = 0.282±0.018kVp
Fig. 4 – The effect of different kVp and mA setting on noise
content of NIPAM polymer gel image with 10mm slice
thickness.



























































rig. 5 – Relative depth dose comparison between NIPAM/bis
el and water phantom measurements.
ased gels with the same formulation. The differences lie in
he experimental uncertainties of both studies.
The relative depth doses for cobalt photonsweremeasured
sing our polymer gels and compared with data measured by
ater phantom. The results are shown in Fig. 5. As canbe seen,
he dose measured by a gel dosimeter shows abrupt drop-off
f depth dose which is not consistent with the actual depth
ose values. It could be the result of gel insensitivity to gradual
ecrease of dose with depth and so it fails to follow the real
epth dose fall-off for the 60Co photon beam. In other words,
t can be said that the dose resolution of the current gel is not
ufﬁcient to image the actual variation of dose with depth for
adiotherapy application.
In a study on X-ray CT imaging of PAGAT Normoxic gel,
NCT-dose response of NCT (H) = 0.685±0.11 dose (Gy) was
eported.15 In spite of lower toxicity of NIPAMgel, it shows that
he dose sensitivity of the NIPAM dosimeter is almost three
imes lower than the PAGAT gel dosimeter. On the other hand,
ur results on the effect of different CT imaging parameters on
he image noise were very similar to the results of the above
entioned study. Our results are consistentwith the results of
ovea et al. and thedifferences could be attributed to the small
ifferences in CT imaging exposure parameters and gel prepa-
ations. However, the depth dosemeasurement using polymer
el and X-ray CT needs more investigation to improve the gel
ensitivity to radiation. Although our experiment showed the
osimetric properties of NIPAM based polymer gel using X-
ay CT, its application for clinical use needs more formulation
eﬁnements.
. Conclusions
n the current study the dosimetric properties of newly devel-
ped polymer gel with reduced toxicity were evaluated for
adiation therapydosimetry. The results showed that although
he gel is sensitive to radiations used in radiation therapy and
he CT number of irradiated gel changes after irradiation, due
o higher image noise and lower sensitivity of the NIPAM poly-
er to the radiation, the NIPAM gel dosimeter is not yet abletherapy 1 5 ( 2 0 1 0 ) 172–175 175
to fulﬁll the requirements of dosimetry in radiation therapy.
However, further studies on newer polymer gel formulation
and recipe in order to increase the sensitivity of gel dosimeters
are suggested.
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